.

NEXT ASS’Y: FINAL ASS“Y:

GENERAL NOTES:

STANDARD UNLESS OTHERWISE SPECIFIED.

UNLESS OTHERWISE SPECIFIED.
3) DIMENSIONS AND TOLERANCES ARE [N INCHES.
4) BREAK ALL SHARP EDGES.
5) TOLERANCES:

DECIMALS: X = +£.060

XX = 4,030

XXX = 4+.010
FRACTIONS: £1/16
ANGULAR: +1°

1) DIMENSIONS AND SYMBOLOGY ARE AMERICAN NATIONAL
2) ROUGHNESS AVERAGE EQUALS 125 MICROINCHES

4X TUBE FITTING CONNECTOR,
CAJON P/N: §S-8-VCR-6-810
WITH GASKET RETAINER ASSEMBLY
CAJON P/N: NI-8-VCR-2-GR
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11-3/4

4X 40 SERIES BALL VALVE, 2-WAY,

WHITEY P/N: SS-45ES8

(23-3/4)

2X UNION TEE, 1/2 TUBE,
SWAGELOK P/N: SS-810-3

10X TUBING, /2 X .035,
ASTM A269-304L SST

—

.....................................................

inl
(L]

1

(23-11/16)

ferrssnsnreranssasessnesd s duesseessseeversnssreres

2X MALE CONNECTOR, I/2 TUBE X 1/4 MNPT,
SWAGELOK P/N: SS-810-1-4

2X ABS-8005
(REF)

(16-3/4)

[

NOTES:

TUBING FABRICATION IS SUBJECT TO THE REQUIREMENTS SET FORTH
IN SECTION 15895.

SEE TRITIUM REMOVAL SYSTEM P&ID J2.10.33 FOR ADDITIONAL
DETAILS.

[::>>MOUNT INDICATED BALL VALVES TO GLOVEBOX |IGA FRONT WALL
BRACKET.

SCALE: 3/8
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Ock Ridge National Laboratory, managed by UT-Battelle, LLC, for
the U.S. Dept. of Energy under contract DE-AC05-000R22725

NO REPRESENTATION OR WARRANTY,EXPRESSED OR IMPLIED, IS

MADE AS TO THE ACCURACY, COMPLETENESS OR USEFULNESS OF THE
INFORMATION OR STATEMENTS CONTAINED IN THESE DRAWINGS, OR
THAT THE USE OR DISCLOSURE OF ANY INFORMATION, APPARATUS,
METHOD OR PROCESS DISCLOSED IN THESE DRAWINGS MAY NOT
INFRINGE PRIVATE RIGHTS OF OTHERS. NO LIABILITY IS ASSUMED
WITH RESPECT TO THE USE OF, OR FOR DAMAGES RESULTING FROM
THE USE OF, ANY INFORMATION, APPARATUS, METHOD OR PROCESS
DISCLOSED IN THESE DRAWINGS. DRAWINGS MADE AVAILABLE FOR
INFORMATION TO BIDDER ARE NOT TO BE USED FOR OTHER
PURPOSES, AND ARE TO BE RETURNED UPON REQUEST OF THE
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